[Echographic evaluation of urinary lithiasis before and after treatment with extracorporeal lithotripsy using the method of repeated sessions and low kilovoltage].
The Authors report their experience in the treatment of urinary lithiasis with low voltage ESWL. 50 patients underwent multiple treatments (2-10, mean 4) with low energy (max Kv 16.9). Ultrasonography, bland examinations.